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The gain of SiPMs depends both on bias voltage and on temperature.
For stable operations, both need to be kept constant. In an ILC calorime-
ter with millions of channels, this is a challenging task. It is, therefore,
desirable to compensate for temperature variations by automatically read-
justing the bias voltage. We have designed a bias voltage regulator board
to achieve this task. We anticipate an uncertainty on the gain stability at
the level of < 1%. First, we present measurements of the gain dependence
on temperature and bias voltage for several SiPMs from three different
manufacturers and determine their dV/dT dependence. Next, we demon-
strate the performance of the gain stability with the bias voltage regulator
test board on four SiPMs.
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1 Introduction
The analog hadron calorimeter (AHCAL) is one possible hadron calorimeter option for
a detector operating at the international linear collider. It consists of a 30-layer steel
plate scintillator tile array [1]. The scintillator tiles are read out with SiPMs [2, 3, 4]
whose gain depends on both bias voltage (V ) and on temperature (T ). With in-
creasing temperature, the gain decreases while with increasing bias voltage the gain
increases. For stable operations, we need to keep the gain constant. In test beam
measurements of the AHCAL physics prototype, we have corrected the gain for tem-
perature variations offline. In a real detector with millions of channels, this is not
a viable option. However, we can correct for gain changes induced by temperature
variations by readjusting the bias voltage. Thus, our goal is to build a bias voltage
regulator that stabilizes the gain at a level of > 99%. First, we need to measure the
gain dependence versus temperature and bias voltage to extract dV/dT. Next, we
build a bias voltage regulator test board that provides the appropriate bias voltage
readjustment when the temperature changes. This work is conducted in the frame-
work of the EU project AIDA [5].
2 Test Setup
We perform all measurements at CERN in a climate chamber that is accurate to
0.2 ◦C. The SiPM is mounted inside a black metal box that also houses a preamplifier,
a blue LED and temperature sensors. The preamplifier provides a gain of 8.9. The
SiPM signal is recorded with a digital oscilloscope that is read out by a PC. This
readout scheme was used in the T3B test beam studies [6, 7]. We shine 2 ns long
LED pulses on the SiPM. We measure the temperature with three pt 1000 sensors,
one close to the SiPM, another one in the black box and a third one in the climate
chamber. In addition, an LM35 sensor placed near the SiPM is used by the bias
voltage regulator for performing the bias voltage readjustments. We vary T from
5 ◦C to 40 ◦C in steps of 5 ◦C, except for the 20◦ − 30 ◦C range where we use steps
of 2 ◦C. We take 50,000 events per run at a fixed temperature. The temperature
at the SiPM and the preset temperature differ by an offset of 0.4 ◦C, which remains
unchanged over the entire T range. Figure 1 shows temperature profiles of the pt 1000
temperature sensors after reducing the preset temperature by 5 ◦C. We start a new
run once the temperature reaches equilibrium, which typically takes about 15 min.
We have measured the dG/dT dependence versus V and the dG/dV dependence
versus T for 15 SiPMs from three manufacturers (Hamamatsu, KETEK and CPTA).
Table 1 lists their properties. The CPTA SiPMs were attached to a 3 cm × 3 cm
scintillator tile. While all Hamamatsu and KETEK detectors could be illuminated
directly by the blue LED, we tried to shine the LED light onto the CPTA SIPMs
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as closely as possible. We selected four of them (CPTA 857, CPTA 1677, KETEK
W 12 and Hamamatsu 11759) to demonstrate the performance of the bias voltage
readjustment with the bias voltage regulator test board.
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Figure 1: Test box housing the SiPM, preamplifier, blue LED and temperature sensors
(left). Temperature profiles of the pt 1000 sensors in the climate chamber (right) after
reducing the preset temperature by 5 ◦C for sensors near the SiPM (black), inside
the test box (red) and in the climate chamber outside the test box (green).
3 Layout of the Voltage Regulator Test Board
Figure 2 (left) shows the schematic layout of the bias voltage regulator test board
and Fig. 2 (right) shows a photograph of it. The bias voltage regulator is designed
to operate in the 10 V to 80 V region plus temperature correction effects. The
temperature slope is variable from < 1 mV/ ◦C to 100 mV/◦C, both for positive and
negative values.
Figure 2: Schematic layout of the bias voltage regulator board (left) and a photo of
the first test board (right).
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Manufacturer Sensitive Pixel # Nominal Typical Serial #
and Type # area pitch pixels Vbias G
[mm2] [µm] [V] ×[105]
Hamamatsu
S10943-8584(X) 1× 1 50 400 71.69 7.49 11759
S10943-8584(X) 1× 1 50 400 71.57 7.49 11766
S10943-8584(X) 1× 1 50 400 71.50 7.48 11770
S10943-8584(X) 1× 1 50 400 71.33 7.48 11771
Sample A 1× 1 20 2500 66.7 2.3 A1
Sample B 1× 1 20 2500 73.3 2.3 B1
Sample A 1× 1 15 4440 67.2 2.0 A2
Sample B 1× 1 15 4440 74.0 2.0 B2
CPTA
1× 1 40 796 33.4 7.1 857
1× 1 40 796 33.1 6.3 922
1× 1 40 796 33.3 6.3 975
1× 1 40 796 33.1 7.0 1065
1× 1 40 796 33.3 14.6 1677
KETEK
MP15 V6 2× (1.2× 1.2) 15 4384 28 3.0 W8
MP20 V4 3× 3 20 12100 28 6.0 W12
Table 1: Properties of all tested SiPMs. The serial numbers for the CPTA SiPMs
correspond to those of the AHCAL tiles. For Hamamatsu (CPTA, KETEK) SiPMs,
operating voltage and gain are specified for a temperature of 25 (22) ◦C.
4 Gain Determination
Figure 3 shows a spectrum of single photoelectron peaks recorded with the Hama-
matsu MPPC 11759. The red curve represents a Gaussian multi-kernel function and
the blue curves show Gaussian fits of the individual photoelectron peaks. We accept
only runs for which the results of the two fit methods agree within 20%. The gain is
the distance between the pedestal peak and the first photoelectron peak. The distance
between successive photoelectron peaks should be same. However, we noticed that
the distance between first photoelectron peak and pedestal is slightly smaller than
that between first and second photoelectron peaks. Since individual photoelectron
peaks are clearly visible in Hamamatsu MPPCs, we define the gain here as the dif-
ference between the first and second photoelectron peaks. For the KTEK and CPTA
detectors, the second photoelectron peak is often not clearly visible. Therefore, we
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Figure 3: Spectrum of single photoelectron peaks from a Hamamatsu MPPC illu-
minated with a blue LED. The dark (blue) curves show Gaussian fits to individual
photoelectron peaks while the grey (red) curve shows a fit to a multi Gaussian kernel
function.
define the gain for these SiPMs as the distance between the pedestal and the first
photoelectron peak. The error on the gain is determined from the uncertainties of
the two fitted Gaussian peak positions added in quadrature.
For each SiPM, we measure the gain dependence on bias voltage at a fixed tem-
perature. Each data point is determined from 50,000 80 ns long waveforms. Figure 4
(left) shows the measurements of the gain versus bias voltage for SiPM CPTA 857.
For each temperature, we fit the measured points with a first-order polynomial to
extract the breakdown voltage and the slope dG/dV . Figure 5 (left) depicts the de-
pendence of breakdown voltage versus temperature. We observe a linear increase of
the breakdown voltage with temperature. For example at T = 25 ◦C and V = 33.4 V,
we measure a gain of 6.4×105 and a breakdown voltage of Vbreak = 31.9 V. The slope
dG/dV is proportional to the capacitance of the SiPM. Figure 5 (middle) depicts the
dG/dV dependence on temperature. We see that the detector capacitance rises with
temperature. This effect is clearly visible for most of the 15 SiPMs tested and has
been observed in other studies [8]. A possible explanation is that the depletion zone
in the high-gain region decreases with T , which in turn leads to an increase of the
capacitance. We need to perform more tests to check this hypothesis.
We fit the temperature dependence of dG/dV with a zeroth-order polynomial and
a first-order polynomial. The zeroth-order polynomial yields 〈dG/dV 〉 = (4.32 ±
0.01stat)× 105/V while a linear fits yields an offset of 〈dG/dV 〉 = (4.41± 0.11stat)×
105/V. Since these values are in perfect agreement, we use the result from the zeroth-
order polynomial fit to extract dV/dT .
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Figure 4: The gain dependence on bias voltage for different temperatures between
5 ◦C (magenta) and 40 ◦C (yellow) for SiPM CPTA 857 (left). The gain dependence
on temperature for different bias voltages from 34.2 V (green) to 33.2 V (red) for the
same SiPM (right).
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Figure 5: Breakdown voltage versus T (left), dG/dT versus T (middle) and dG/dV
versus V (right) measured with SiPM CPTA 857.
Figure 4 (right) shows the gain dependence on temperature for fixed bias voltage
for SiPM CPTA 857. Again, we fit the data points with a first-order polynomial
to extract the slope dG/dT . Figure 5 (right) shows the dG/dT dependence versus
bias voltage. Again, we observe a linear dependence. A zeroth-order polynomial
fit yields 〈dG/dT 〉 = (−5.76 ± 0.02stat) × 103/◦C. Since this is in good agreement
with the result of a first-oder polynomial fit, we use the result of the zeroth-order
polynomial fit for the determination of dV/dT . For most of the detectors studied,
we see a linear dependence of dG/dT versus V. From the 〈dG/dT 〉 and 〈dG/dV 〉
averages, we determine 〈dV/dT 〉 = −13.33±0.35 mV/◦C for SiPM CPTA 857. Since
dG/dV increases with T and |dG/dT | decreases with V , the resulting dV/dT values
at high T and low V or low T and high V yield similar dV/dT ratios leading to a
< 3% uncertainty on dV/dT . We define the uncertainty on the gain stability by
σ∆G/G = σdV/dT · 1
G
· dG/dV ·∆T. (1)
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Figure 6: Measured dV/dT versus V for all tested SiPMs (left). Gain versus temper-
ature dependence before and after gain stabilization for SiPM CPTA 857 (right).
For SiPM CPTA 857, σ∆G/G = 0.12. Figure 6 (left) shows the dV/dT measurements
versus bias voltage for all 15 SiPMs tested. They fall into two groups. Hamamatsu
MPPCs have dV/dT values in the 55 − 60 mV/◦C range and operate at higher bias
voltage (65-75 V) while KETEK and CPTA SiPMs have dV/dT values around 15−
20 mV/◦C operating at a bias voltage of ' 28 V and ' 33 V, respectively. Thus, we
expect the gain stabilization to work better for KETEK and CPTA SiPMs than for
Hamamatsu MPPCs.
5 Gain Stabilization
We have tested the gain stabilization method on four SiPMs including at least one
SiPM from each manufacturer. We adjust the bias voltage continuously using the bias
voltage regulator test board. We perform bias voltage readjustments for temperatures
between 5 ◦C and 40 ◦C. At each temperature, we take 16 samples each with 50,000
waveforms. Figure 6 (right) shows the gain before and after stabilization versus
temperature for the CPTA 857 sensor.
Figures 7 depict the results of the gain versus temperature dependence after bias
voltage readjustment for SiPMs CPTA 857 (top left), CPTA 1677 (top right), KETEK
W12 (bottom left) and Hamamatsu 11759 (bottom right), respectively. The color
code indicates the range of the applied bias voltage, e.g. blue points correspond to
the range 33.35 < V < 33.45 V. For SiPM CPTA 857, for example, we perform a
linear fit to all data points and obtain an offset of (6.71± 0.02)× 105 and a slope of
15.38 ± 75.87 indicating that the fit is consistent with a uniform distribution. The
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Figure 7: Gain versus temperature dependence after bias voltage readjustment for
the SiPMs CPTA 857 (top left), CPTA 1677 (top right), KETEK W12 (bottom left),
and Hamamatsu 11759 (bottom right). The different colors correspond to different
ranges of bias voltage. The insets show the fit results.
deviation from constant gain in the entire temperature range extracted from a linear
fit is |∆GT | < 0.05%. Table 2 shows the fit results of the gain after and before
stabilization, σ∆G/G and ∆GT for all four SiPMs studied. Though the Hamamatsu
MPPCs show the largest gain variation and largest σ∆G/G, all tested SiPMs fulfill the
requirements of having an uncertainty on the gain stability less than 1%.
6 Determination of the dV/dT dependence
Gain changes with respect to temperature and bias voltage variations are given by
dG(V, T ) =
∂G(V, T )
∂T
· dT + ∂G(V, T )
∂V
· dV. (2)
In order to keep the gain constant, we set dG = 0 yielding
dV/dT = −(∂G/∂t)
∂G/∂V
(3)
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Detector 〈 G 〉[105] ∂G/∂T [1/◦C] ∂G/∂T [1/◦C] σ∆G/G |∆GT |
at 22.5 ◦C w board w/o board
#857 6.71± 0.02 15± 76. -5800 ±0.31% 0.04%
#1677 12.8± 0.03 225± 106 -14400 ±0.28% 0.3%
#W12 5.44± 0.01 −371± 17 -38800 ±0.05% 1.2%
#11759 8.7± 0.0 −859± 13 -3800 ±0.9% 1.7%
Table 2: Fit results of the gain versus temperature dependence for the offset and
slope after gain stabilization, slope before gain stabilization, uncertainty on the gain
stability σ∆G/G and the largest deviation from a constant gain ∆GT . The latter two
observables are determined in the 10 ◦C to 40 ◦C temperature range.
The ratio dV/dT is obtained from a ratio of two first-order differential equations
∂G(V, T )
∂T
(V ) = a+ b · V +O(V 2),
∂G(V, T )
∂V
(T ) = c+ d · T +O(T 2), (4)
for coefficients a ≤ 0, b ≥ 0, c ≥ 0 and d ≥ 0. For the linear case, the analytic solution
for d 6= 0 is simply
V (T ) =
a
b
+
C
(c+ d · T ) bd , (5)
where C is an integration constant. For d = 0, the solution is
V (T ) =
a
b
+ C · e− b·Tc . (6)
If both dG/dV and dG/dT are constant, the solution is exactly linear
V (T ) =
a
c
· T + C. (7)
As an example, we have calculated the V (T ) dependence for SiPM CPTA 857 as-
suming linear models for dG/dT and dG/dV . Figure 8 shows the resulting function
V (T ). In the temperature range 20 ◦C to 30 ◦C, the function is well approximated
by a first-order polynomial.
If dG/dT and dG/dV both have a quadratic dependence
∂G
∂T
(V ) = a+ b · V + e · V 2,
∂G
∂V
(T ) = c+ d · T + f · T 2 (8)
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Figure 8: The voltage versus temperature dependence determined for SiPM
CPTA 857 using a linear model.
with additional coefficients e and f , the analytic solution is of the form
V (T ) =
−b
2e
+
D1
2e
tan
(
−D1 ·D2
D3
arctan
d+ 2f · T
D2
− 1
2
D1 · C
)
, (9)
where C is again an integration constant and D1, D2 and D3 represent
D1 =
√
−b2 + 4a · e
D2 =
√
−d2 + 4c · f
D3 = d2 − 4c · f. (10)
7 Conclusion and Outlook
We have tested 15 SiPMs from three manufacturers of which we selected four to
show the performance of the gain stabilization. Hamamatsu MPPCs operate at a
factor 2.5 − 3 higher bias voltage than CPTA and KETEK SiPMs. The dV/dT
correction factor for the Hamamatsu MPPCs (' −55 mV/◦C) is also about a factor
of three higher than that for CPTA and KETEK SiPMs (15−20 mV/◦C). In the full
temperature range 5 ◦C < T < 40 ◦C, the maximum voltage readjustments are less
than ∆V = 0.7 (1.9) V for CPTA and KETEK (Hamamatsu) SiPMs. The deviation
from constant gain, ∆GT , after bias voltage readjustment is better than ±0.3% for
CPTA, ±1.2% for KETEK and ±1.7% for Hamamatsu SiPMs. Since ∆GT depends
on ∆T , the deviation from constant gain is reduced by more than a factor of two if
we limit the ∆T range to 20− 30 ◦C. For all four SiPMs, the uncertainty on the gain
stability is less than 1% in the full temperature range (5 ◦C to 40 ◦C) as required. For
constant, linear and quadratic dG/dT and dG/dV parameterizations, we determined
analytical solutions for V (T ).
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Since the results are encouraging, we have designed a bias voltage regulator board
and ordered six prototype boards from an electronic company. We used one board
in a recent stabilization test at CERN. We tested five SiPMs in the climate chamber
extending the temperature range from 1◦C to 50 ◦C. We are presently analyzing
the data to check if we need to make any modifications to the bias voltage regulator
prototype and order if necessary new bias voltage regulator boards. Furthermore,
we plan to implement our correction procedure into the the HBU of the front end
electronics of the AHCAL technical prototype at DESY by modifying the power
supply and demonstrate that the gain stabilization can be achieved.
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